arXiv:1509.06656vl [physics.ins-det] 22 Sep 2015 


Development of a fast electromagnetic shutter for compressive sensing 
imaging in scanning transmission electron microscopy 
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The concept of compressive sensing was recently proposed to significantly reduce the electron dose in scanning 
transmission electron microscopy (STEM) while still maintaining the main features in the image. Here, an 
experimental setup based on an electromagnetic shutter placed in the condenser plane of a STEM is proposed. 
The shutter blanks the beam following a random pattern while the scanning coils are moving the beam in the 
usual scan pattern. Experimental images at both medium scale and high resolution are acquired and then 
reconstructed based on a discrete cosine algorithm. The obtained results confirm the predicted usefulness of 
compressive sensing in experimental STEM even though some remaining artifacts need to be resolved. 
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I. INTRODUCTION 

One of the most challenging topics in modern trans¬ 
mission electron microscopy (TEM) is to perform ex¬ 
periments on soft or beam sensitive materials as they 
suffer from irradiation damage that can range from 
structural modification to the complete destruction of 
the sample. Such sample modifications are even more 
problematic when 3D or/and analytical characterizations 
are involved. In order to overcome this issue, a wide 
range of different approaches are being tested in the 
TEM community like reduction of the kinetic energy of 
the fast electronJiH^, improving the detection efhciency 
of camera^^^, time resolved approache^^Hini many 
more. Relatively recently, the concept of compressive 
sensing was proposed to significantly reduce the electron 
dose while maintaining all the important features in a 
TEM or Scanning TEM (STEM) imagtpHSl. Compres¬ 
sive sensing is based on the assumption that an image 
contains a significant amount of redundancy and not all 
pixels in the image are independent. The condition for 
a proper image reconstruction is that the original image 
has a sparse representation in a specific basis which can 
be chosen prior to image reconstructioiJiSti^. Therefore 
the image can be approximated from a small subset of 
pixels randomly taken from the completely sampled im¬ 
age. Depending on the redundancy, such reconstructed 
image can be very close to the fully sampled image while 
considerably reducing the required dose. The process is 
somewhat comparable to image compression algorithms 
that try to represent images with less information by ex¬ 
ploiting the redundancy present in a typical image. 

Over the last few years, some studies have indeed pro¬ 
posed to apply compressive sensing to transmission elec¬ 
tron microscopy images using different types of recon¬ 
struction algorithms based on Bayesan dictionary learn¬ 
ing techniqu^i^, wavelet frame basecP^ or total variation 
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inpaintin^Sl^ All this work was done on virtually masked 
images starting from a fully sampled experimental or 
stored image and applying a digital mask to it, taking 
out a number of often randomly selected pixels. This 
indeed shows a great potential for compressive sensing 
but should be seen as an idealized simulation assuming 
that experimental random pixel measurements would be 
possible. Implementing compressive sensing in practice 
is complicated by the fact that typical scan engines in 
STEM microscopes are not designed to be driven in a 
non-regular pattern as would be required. An alterna¬ 
tive is to make use of a beam shutter that can switch the 
electron beam on and off while keeping the conventional 
regular scanning pattern. In this paper we present an ex¬ 
perimental realization of such a beam shutter based on 
electromagnetic deflection and demonstrate that we ob¬ 
tain experimental compressive sensing in a STEM in both 
medium and high resolution. By shuttering the beam us¬ 
ing a pseudorandom generator, it was possible to acquire 
images with a limited number of pixels and reconstruct 
them using the discrete cosine transform. This demon¬ 
strates that compressive sensing became an experimen¬ 
tally viable technique in STEM opening up the predicted 
advantages of the technique for experimental research. 


II. EXPERIMENTAL SETUP 

The aim in compressive sensing acquisition is to il¬ 
luminate only parts of the sample. Scanning imaging 
modes are especially well suited for this operation as im¬ 
ages are acquired in a pixel by pixel way. Mainly two 
strategies can be followed to achieve compressive sens¬ 
ing in such mode: (i) blanking the beam in between two 
illuminated pixels or (ii) driving the scanning coils in a 
specific way to jump from one pixel to a non-adjacent 
next pixel. Stevens et al.E^ achieved successful acquisi¬ 
tions with the second strategy in a SEM. Doing this in 
a STEM is more complicated due to the higher beam 
location precision and scanning speed that are typically 
required. Although less interesting in terms of total ac- 
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FIG. 1. C2 electric contact aperture holder mounted with a 
solenoid. 


quisition speed, the blanking method has the distinctive 
advantage of a simpler hardware setup and will allow us 
to test compressive sensing in STEM. In a TEM, the 
pre-specimen beam blanker is located at the gun level 
but suffers from relatively slow response time, making 
it unattractive for the current purpose of blanking the 
beam during scanning. Our first challenge was then to 
realize a sufficiently fast beam shutter compatible with 
a typical microsecond range dwell times in STEM. The 
most accessible locations in the illumination system of a 
modern TEM are the condenser aperture holders. In the 
design of our TEM microscope, an FEI TitanS equipped 
with both probe and image Cs correctors and a Gatan 
Image Filter (GIF), the Cl apertures are located in the 
high vacuum region of the gun making it improper for 
fast access and convenient operation. The C2 aperture 
further down the illuminating system was consequently 
the best place to place the shutter. The first step was 
to design a completely new aperture holder with four 
electrical feedthrough contacts. A picture of the custom 
built holder is displayed in Figure The four aperture 
slots are clearly visible together with four electrical con¬ 
tacts. We deflect the electron beam making use of a 
simple solenoid wrapped around the first condenser aper¬ 
ture. The solenoid produces a quasi-homogeneous mag¬ 
netic field at the plane of the aperture which deflects the 
electrons due to the Lorentz force. At the given winding 
density, it turns out that a current of 250 mA is capable 
of deflecting a 300 keV focused probe about 350 nm away 
from the sample area. A selected area (SA) aperture was 
introduced in the path of the beam too prevent high an¬ 
gle diffraction signal from reaching the detector when the 
shutter blanks the beam. The solenoid has a series re¬ 
sistance of Rs — 0.7517 a self-inductan ce of Lg — 0.3 H 
and an estimated capacitance of 12 pfESESl These pa¬ 
rameters set the maximum switching speed which can 


be estimated as r = ^yjLgCs) leading maximum esti¬ 
mated switching speeds of 2 ns, much shorter than typi¬ 
cal STEM dwell times. 

As the beam deflector was successfully implemented, 
we had to synchronize the STEM scan engine with the 
beam deflection in order to properiy shutter the beam at 
given pixel positions. An Arduino^fll microcontroller unit 
linked to a switched current source was used to drive the 
deflector coil synchronized with the shutter signal of the 
GIF CCD. The microcontroller was then programmed to 
open or close the shutter based on a (pseudo) randonP^ 
generator in synchronization with the scan engine. A 
pixel will be illuminated if the random generator with 
uniform probability distribution between I and 100 draws 
a number higher than X, with X the average amount of 
unblanked pixels we want to obtain over the whole scan. 
Figure [^displays a schematic of our experimental setup. 

In order to correctly reconstruct the acquired sparsely 
sampled image, the reconstruction algorithm needs to 
have access to the acquisition mask, namely knowing 
when the beam was blanked or unblanked. As the stor¬ 
age space on the microcontroller was limited, we used 
a workaround to obtain the shutter mask by acquiring 
a zero loss (ZL) EELS map together with the HAADF 
STEM image. In addition to obtaining the applied shut¬ 
ter mask, this workaround allowed us to check how effi¬ 
ciently the electron was shuttered by studying the inten¬ 
sity of the zero loss peak which should ideally be high 



FIG. 2. Schematic of the compressive sensing acquisition 
setup. The STEM engine drives the STEM coils and synchro¬ 
nized the GIE CCD and the random generator. Depending 
on the random number generator, the beam is either blanked 
(dashed trajectory) or not, leading to the absence or presence 
of signal on the HAADF detector and zero loss peak in the 
EELS map. 
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FIG. 3. Experimental acquisition of STEM images at medium scale using (a) no beam shuttering, (h) 50% beam shuttering 
and (c) 80% beam shuttering conditions. The reconstructed images based on a discrete cosine algorithm are displayed below the 
experimental images. 


for unblanked pixels (the sample is electron transparent) 
and zero for blanked pixels. In order to obtain a ZL 
peak of sufficient intensity, the single pixel exposure time, 
for typical High Resolution STEM illumination settings, 
was set to 0.5 ms. Even though this value is relatively 
high compared to typical dwell times used in STEM, it 
nevertheless allows us to prove the setup works and to 
verify the efficiency of shuttering. In a later stage the 
described workaround will disappear and the dwell time 
will be only limited by the maximum speed at which the 
shutter can be driven which should be well in the mi¬ 
crosecond to nanosecond range. In order to reconstruct 
the images from the subsampled projections, an interpo¬ 
lation is required filling the missing pixels in the images. 
This interpolation corresponds to solving the following 
equations: 

X = argmin,,; \\ ^x-b Wn with || a, \\ei< X (I) 

Where x corresponds to the reconstructed image, b equals 
the measured pixels and $ is a subsampling operator that 
selects the imaged pixels. The operator represents the 
sparsifying transform that can be chosen prior to the re¬ 


construction and A is a parameter that can be adjusted 
according to the sparsity of the image after the sparsify¬ 
ing transform. In this work, a discrete cosine transform 
is selected which is well suited for images showing a lo¬ 
cal periodicity such as high resolution STEM projections. 
The reconstruc tion is implemented in Matlab using the 
spgll algorithrrPsHH More elaborate transforms can eas¬ 
ily be implemented but we focused here on the experi¬ 
mental realization of the shutter. 


III. RESULTS 

The effect of compressive sensing on STEM image ac¬ 
quisition and reconstruction was investigated using two 
samples with rather different properties. On the one 
hand, medium resolution STEM imaging was investi¬ 
gated on a standard gold cross grating sample. This 
sample has the advantage of presenting a very high den¬ 
sity of gold nanoparticles with quite complex agglomer¬ 
ated shapes. On the other hand, HRSTEM was inves¬ 
tigated on a complex perovskite oxide sample consisting 
of an NbGaOa substrate covered with 6 atomic layers of 
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FIG. 4. Experimental acquisition of STEM images at medium scale using (a) no beam shuttering, (h) 50% beam shuttering 
and (c) 80% beam shuttering conditions. The reconstructed images based on a discrete cosine algorithm are displayed below the 
experimental images. 


SrTiOa and a 10 nm of LaSrMnO^^. The lattice pa¬ 
rameter is well above the theoretical resolution limit of 
our instrument, thus insuring optimal conditions for the 
image reconstruction. Both samples also have the ad¬ 
vantage of being relatively beam hard allowing for the 
extra acquisition time needed for the ZL spectrum map¬ 
ping workaround. One could argue that both samples 
are rather far from the beam sensitive samples one would 
expect when discussing compressive sensing, they allow 
us however to study the feasibility of this new imaging 
technique without beam damage issues complicating the 
interpretation of the results. Both samples were imaged 
with three different acquisition schemes: no shuttering, 
50% shuttering and 80% shuttering. The total dose is 
then effectively reduced respectively by a factor of 2 and 
5 in the different cases. The total frame size was set to 
256x256 pixels with a dwell time of 0.5 ms in standard 
HRSTEM illumination conditions, being an acceleration 
voltage of 300 kV, a convergence angle of 20 mrad with a 
beam current of 50 pA using a 20 /rm C2 aperture. The 
simultaneous ZL EELS map was acquired with a collec¬ 
tion angle of 35 mrad using a dispersion of 0.25 eV/pixel 
and a 5 mm GIF entrance aperture. The experimental 


images on the cross grating sample are regrouped in Fig¬ 
ure together with their reconstructions based on the 
discrete cosine algorithm. 

For the 50% shuttered case, the main features of the 
image are retrieved in the reconstructed image, even 
though the resolution decreased somewhat. The 80% 
shuttered image reveals a lack of detail and only the 
larger image features are reconstructed while the finer 
structural details are lost. Note that in terms of redun¬ 
dancy, the cross grating is probably a very challenging 
case for compressive sensing for the same reasons that 
this is an excellent sample to align an electron microscope 
providing irregular features without favoring certain di¬ 
rections over others. 

For the HRSTEM sample displayed in Figure]^ both 
50% and 80% shuttering cases are still revealing accept¬ 
able high resolution information. The contrast of the 
lightest atoms tends to significantly decrease in the 80% 
shuttering case but all atoms remain visible. The pres¬ 
ence of the stripes in the middle of the 50% shuttering 
case are due to some sample instability during the acqui¬ 
sition and do not reflect any issues with the reconstruc¬ 
tion algorithm. Because of the longer acquisition times. 
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FIG. 5. Comparison between reconstructed images from experiment (top row) and from theory (bottom) row in four eases: (a) 
eross grating with 50% shuttering time, (b) cross grating with 80% shuttering time, (c) HRSTEM with 50% shuttering time and 
(d) HRSTEM with 80% shuttering time. 


the atomic lattice in Figures]^ and|^ is more distorted 
by sample drift in comparison to Figure]^. 


IV. DISCUSSION 

In order to discriminate shutter imperfections from re¬ 
construction issues, we compare the reconstructed images 
with the reconstructions obtained from a virtually shut¬ 
tered image obtained by applying a digital mask on the 
unshuttered experimental HAADF image as was typi- 
ca lly done in papers discussing compressive sensing so 
The results are shown in Figure together 
with the reconstructed experimental images. In the case 
of the cross grating sample, simulated and experimen¬ 
tal images look very similar, with the small image fea¬ 
tures being completely lost in the most sparsely sampled 
case. One can either incriminate the reconstruction algo¬ 
rithm, which may fail to sufficiently exploit the sparsity 
in the observed object, or it could be that the object it¬ 
self simply doesn’t have enough redundancy to be accu¬ 
rately represented by sparse sampling. For the HRSTEM 
case, the difference between the virtually shuttered im¬ 
ages and the experimental ones is quite significant point¬ 
ing towards shutter artifacts. For the virtually shuttered 
images, in both the 50% and 80% shuttered cases, the 
reconstructions are approaching the fully sampled image 
quite closely with the only noticeable difference being a 
slight contrast reduction at sparser sampling. However, 
the experimentally shuttered image reconstructions suf¬ 


fer from many more artifacts, going from a strong loss 
of contrast to losing the light atoms all together. These 
artifacts can have many origins like remaining synchro¬ 
nization and timing issues, sample drift caused by in¬ 
creased exposure times, local sample charging issues af¬ 
fecting probe positioning and possibly others. As sample 
drift and temporal instabilities of the instrument are re¬ 
lated to the total acquisition time, they will disappear 
when the setup is changed to exploit the full shutter 
speed as the workaround with the ZL spectral acquisi¬ 
tion is removed. Some of the mentioned artifacts could be 
overcome by using an electrostatic shutter even though 
this implementation will likely have its own artifacts^SI. 


V. CONCLUSION 

In this paper, we successfully demonstrate the im¬ 
plementation of compressive sensing in a TEM making 
use of an electromagnetic beam shutter. Using a small 
solenoid placed in the condenser system of the micro¬ 
scope, the beam can be independently shuttered for ev¬ 
ery pixel during a STEM image acquisition. The recon¬ 
struction of the images from the experimentally obtained 
sparsely sampled images shows that compressive sensing 
works significantly better on e.g. high resolution images 
with much redundancy as compared to more irregular 
and less redundant images as demonstrated with a cross 
grating sample. This is entirely expected but has to be 
kept in mind when estimating the potential reduction in 
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dose one could obtain from compressive sensing. At the 
atomic scale, artifacts induced by sample drift signifi¬ 
cantly alter the result, but can be entirely overcome in 
the future when lower dwell times are used. The speed 
of the present setup remains insufficient for realistic use 
on beam sensitive samples but this limitation is imposed 
by technological factors which can be overcome in the 
near future. If these remaining technological challenges 
are overcome a reduction of dose of at least 5 times can 
be expected depending on the type and sampling of the 
object. The implemented solution could offer a cost ef¬ 
fective alternative to e.g. a direct electron detection cam¬ 
era or can be combined with it in order to further reduce 
the dose. Application in 3D tomographic acquisitions 
seem especially attractive as redundancy between differ¬ 
ent projections could be exploited. This would be espe¬ 
cially important in the case of analytical 3D experiments. 
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